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	Device
	Session
	Mean ± SD
	Sw
	2.77 Sw
	ICC

	Tomey RC

	1st
	-0.11 ± 0.17
	0.04
	0.10
	0.955

	
	2nd
	-0.09 ± 0.18
	0.02
	0.07
	0.982

	Topcon KR

	1st
	-0.12 ± 0.16
	0.03
	0.08
	0.969

	
	2nd
	-0.11 ± 0.17
	0.03
	0.09
	0.968

	IOLMaster

	1st
	-0.10 ± 0.19
	0.03
	0.09
	0.971

	
	2nd
	-0.09 ± 0.20
	0.03
	0.09
	0.973

	EyeSys Vista

	1st
	-0.03 ± 0.16
	0.03
	0.09
	0.956

	
	2nd
	-0.02 ± 0.16
	0.04
	0.12
	0.929

	Medmont

	1st
	-0.04 ± 0.23
	0.13
	0.35
	0.747

	
	2nd
	-0.05 ± 0.25
	0.10
	0.28
	0.844

	Topolyzer

	1st
	-0.05 ± 0.17
	0.03
	0.08
	0.972

	
	2nd
	-0.04 ± 0.17
	0.03
	0.07
	0.975

	Pentacam

	1st
	-0.01 ± 0.17
	0.07
	0.19
	0.850

	
	2nd
	-0.02 ± 0.17
	0.07
	0.18
	0.860

	Sirius

	1st
	-0.07 ± 0.17
	0.04
	0.12
	0.940

	
	2nd
	-0.07 ± 0.17
	0.03
	0.09
	0.967

	SD = standard deviation, Sw = within-subject standard deviation, ICC = intraclass correlation coefficient.



