
Supplementary Figure S1. Electropherogram  of  the gradient mixtures with minor variants 
present at 2%, 5% and 10% proportions in position 10550 (A/G). Results obtained  by SeqScape 
software considering  a value of 2% in the mixed base identification  option. Results from 
sample mixtures at 2% and 5% do not show differences from the reference sequence, while 
sample mixture at 10% reported a mixed base of A/G. Nomenclature used according to IUPAC.  
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